


















Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle,WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410189.00

Method: Modified NIOSH 7300

Date Received: 6/17/2014

14063290 61714DLM1 975 2.02.10 2.10Lead (Pb) <
975 2.10Iron (Fe) <
975 2.10Aluminum (Al) <

2.102.0
2.0 2.10

<
<

<

14063291 61714DLM2 985 2.02.00 2.00Lead (Pb) <
985 2.00Iron (Fe) <
985 2.00Aluminum (Al) <

2.002.0
2.0 2.00

<
<

<

14063292 61714DLM3 0 2.0Lead (Pb)
0Iron (Fe) <
0Aluminum (Al) <

2.0
2.0

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 1Bench Run No: 34-0618-6

06/18/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.









Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410371.00

Method: Modified NIOSH 7300

Date Received: 6/19/2014

14064518 61914 DL M1 980 2.02.00 2.00Lead (Pb) <
980 2.00Iron (Fe) <
980 2.00Aluminum <

2.002.0
2.0 2.00

<
<

<

14064519 61914 DL M2 929 2.02.20 2.20Lead (Pb) <
.929 2.20Iron (Fe)

929 2.20Aluminum <
. 3.002.8

2.0 2.20<

<

14064520 61914 DL M3 0 2.0Lead (Pb)
0Iron (Fe) <
0Aluminum <

2.0
2.0

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 1Bench Run No: 34-0620-05

06/20/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410461.00

Method: Modified NIOSH 7300

Date Received: 6/20/2014

14064874 62014 DL M1 883 2.02.30 2.30Lead (Pb) <
883 2.30Iron (Fe) <
883 2.30Aluminum (Al) <

2.302.0
2.0 2.30

<
<

<

14064875 62014 DL M2 853 2.02.30 2.30Lead (Pb) <
853 2.30Iron (Fe) <
853 2.30Aluminum (Al) <

2.302.0
2.0 2.30

<
<

<

14064876 62014 DL M3 0 2.0Lead (Pb)
0Iron (Fe) <
0Aluminum (Al) <

2.0
2.0

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 1Bench Run No: 34-0623-01

06/23/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle,WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410571.00

Method: Modified NIOSH 7300

Date Received: 6/23/2014

14065848 62314DLM1 988 2.02.00 2.00Lead (Pb) <
.988 2.00Iron (Fe)
.988 2.00Aluminum(Al)

.

.
2.102.1

2.0 2.10

<

14065849 62314DLM2 978 2.02.00 2.00Lead (Pb) <
.978 2.00Iron (Fe)
.978 2.00Aluminum(Al)

.

.
25.0025.0

16.0 16.00

<

14065850 62314DLM3 0 2.0Lead (Pb)
0Iron (Fe) <
0Aluminum(Al) <

2.0
2.0

<

ClientSampled by:
Shalini PatelAnalyzed by:

Page 1 of 1Bench Run No: 34-0624-02

06/24/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.



Client
Evelyn Ahulu 06/25/2014
Nick Ly 06/25/2014

1 Client:
Address:

Attention: Mr. Doug Lansing
3100 Airport Way S. Seattle, WA 98134

2012-494

Rainier Commons, LLC
918 S. Horton Street, Suite 101
Seattle, WA 98134

Project Location:

NVL Batch No.

2
2

Date Received: 6/24/2014

1410665.00

Client Project #:

Samples Received:
Samples Analyzed:

Page 1 of 1

Analyzed by:  Date:
Sampled by:

Preparation of these samples were conducted in accordance with EPA Method 3546 or other published test methods as noted in this report. Unless stated
otherwise, the condition of all samples was acceptable at time of receipt. Reported sample results are based on dry weight and method QC results are
acceptable unless stated otherwise. If samples were not collected by NVL personnel, then the accuracy of the results is limited by the methodology and
acuity of the sample collector. This report shall not be reproduced except in full, without written approval of NVL Laboratories, Inc.. Responsibility for
interpretation of the reported data rests with the client.

Reviewed by:  Date:

14066341
62414 DL PCB1

Inside Bldg. 13-200

311.0
ug/m3

Lab Sample ID:
Client Sample ID:
Sample Description:

Sample Volume (L)

Aroclor 1016 ND

Aroclor 1221 ND

Aroclor 1232 ND

Aroclor 1242 ND

Aroclor 1248 ND

Aroclor 1254 .7

Aroclor 1260 .7

ND

ND

ND

ND

ND

ND

ND

14066342
62414 DL PCB3

Field Blank

1.0
ug/m3

Reporting Limit (RL) 40.0

Nick Ly, Technical Director

Matrix:

Method No.:

PCB Type

NIOSH 5503

Air

ND = None Detected (less than RL)
<RL = Below the reporting limit of instrument

Remarks: ug/m3  = Micrograms per cubic meter
L = Air volume in Liter

0.1
1.4 NDTotal: PCB Concentration

Polychlorinated Biphenyls (PCBs)
Analysis Report







Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410868.00

Method: Modified NIOSH 7300

Date Received: 6/26/2014

14067656 62614 DL M1 953 2.02.10 2.10

953 2.02.10 2.10
953 2.02.1 2.10

953 2.02.10 2.10

953 2.02.10 2.10

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
953 2.10Iron (Fe) <
953 2.10Aluminum(Al) <

2.102.0
2.0 2.10

<
<

<

<
<

<

14067657 62614 DL M2 993 2.02.00 2.00

993 2.02.00 2.00
993 2.02.0 2.00

993 2.02.00 2.00

993 2.02.00 2.00

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
993 2.00Iron (Fe) <
993 2.00Aluminum(Al) <

2.002.0
2.0 2.00

<
<

<

<
<

<

14067658 62614 DL M3 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum(Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 3Bench Run No: 34-0627-04

06/27/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle,WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1410981.00

Method: Modified NIOSH 7300

Date Received: 6/27/2014

14068200 62714DLM1 913 2.02.20 2.20

913 2.02.20 2.20
913 2.02.2 2.20

913 2.02.20 2.20

913 2.02.20 2.20

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
913 2.20Iron (Fe) <
913 2.20Aluminum (Al) <

2.202.0
2.0 2.20

<
<

<

<
<

<

14068201 62714DLM2 913 2.02.20 2.20

913 2.02.20 2.20
913 2.02.2 2.20

913 2.02.20 2.20

913 2.02.20 2.20

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
913 2.20Iron (Fe) <
913 2.20Aluminum (Al) <

2.202.0
2.0 2.20

<
<

<

<
<

<

14068202 62714DLM3 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum (Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 3Bench Run No: 34-0628-04

06/28/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.



Client
Evelyn Ahulu 06/30/2014
Nick Ly 07/01/2014

1 Client:
Address:

Attention: Mr. Doug Lansing
3100 Airport Way S. Seattle, WA 98134

2012-494

Rainier Commons, LLC
918 S. Horton Street, Suite 101
Seattle, WA 98134

Project Location:

NVL Batch No.

2
2

Date Received: 6/30/2014

1411029.00

Client Project #:

Samples Received:
Samples Analyzed:

Page 1 of 1

Analyzed by:  Date:
Sampled by:

Preparation of these samples were conducted in accordance with EPA Method 3546 or other published test methods as noted in this report. Unless stated
otherwise, the condition of all samples was acceptable at time of receipt. Reported sample results are based on dry weight and method QC results are
acceptable unless stated otherwise. If samples were not collected by NVL personnel, then the accuracy of the results is limited by the methodology and
acuity of the sample collector. This report shall not be reproduced except in full, without written approval of NVL Laboratories, Inc.. Responsibility for
interpretation of the reported data rests with the client.

Reviewed by:  Date:

14068352
62814DLPCB1

Hepa Exhaust #7

232
ug/m3

Lab Sample ID:
Client Sample ID:
Sample Description:

Sample Volume (L)

Aroclor 1016 ND

Aroclor 1221 ND

Aroclor 1232 ND

Aroclor 1242 ND

Aroclor 1248 ND

Aroclor 1254 ND

Aroclor 1260 ND

.1

ND

ND

ND

ND

.6

ND

14068353
62814DLPCB2

South of BLDG 13

462
ug/m3

Reporting Limit (RL) 0.1

Nick Ly, Technical Director

Matrix:

Method No.:

PCB Type

NIOSH 5503

Air

ND = None Detected (less than RL)
<RL = Below the reporting limit of instrument

Remarks: ug/m3  = Micrograms per cubic meter
L = Air volume in Liter

0.2
ND 0.7Total: PCB Concentration

Polychlorinated Biphenyls (PCBs)
Analysis Report





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1411084.00

Method: Modified NIOSH 7300

Date Received: 6/30/2014

14068686 63014DLM1 1255 2.01.60 1.60

1255 2.01.60 1.60
1255 2.01.6 1.60

1255 2.01.60 1.60

1255 2.01.60 1.60

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
1255 1.60Iron (Fe) <
1255 1.60Aluminum(Al) <

1.602.0
2.0 1.60

<
<

<

<
<

<

14068687 63014DLM2 1255 2.01.60 1.60

1255 2.01.60 1.60
1255 2.01.6 1.60

1255 2.01.60 1.60

1255 2.01.60 1.60

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
1255 1.60Iron (Fe) <
1255 1.60Aluminum(Al) <

1.602.0
2.0 1.60

<
<

<

<
<

<

14068688 63014DLM3 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum(Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Shalini PatelAnalyzed by:

Page 1 of 3Bench Run No: 34-0701-03

07/01/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 3
Samples Analyzed: 3

Client Project #: 2012-494

Batch #: 1411153.00

Method: Modified NIOSH 7300

Date Received: 7/1/2014

14069043 7114DLM1 823 2.02.40 2.40

823 2.02.40 2.40
823 2.02.4 2.40

823 2.02.40 2.40

823 2.02.40 2.40

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
823 2.40Iron (Fe) <
823 2.40Aluminum (Al) <

2.402.0
2.0 2.40

<
<

<

<
<

<

14069044 7114DLM2 860 2.02.30 2.30

860 2.02.30 2.30
860 2.02.3 2.30

860 2.02.30 2.30

860 2.02.30 2.30

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
860 2.30Iron (Fe) <
860 2.30Aluminum (Al) <

2.302.0
2.0 2.30

<
<

<

<
<

<

14069045 7114DLM3 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum (Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Fatima KhanAnalyzed by:

Page 1 of 3Bench Run No: 34-0702-4

07/02/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.











Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle, WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 2
Samples Analyzed: 2

Client Project #: 2012-494

Batch #: 1413308.00

Method: Modified NIOSH 7300

Date Received: 8/4/2014

14104075 8214 DL M1 811 2.02.50 2.50

811 2.02.50 2.50
811 2.02.5 2.50

811 2.02.50 2.50

811 2.02.50 2.50

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
811 2.50Iron (Fe) <
811 2.50Aluminum(Al) <

2.502.0
2.0 2.50

<
<

<

<
<

<

14104076 8214 DL M2 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum(Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Shalini PatelAnalyzed by:

Page 1 of 1Bench Run No: 34-0804-04

08/04/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.





Lab ID Client Sample #
Vol
(L)

Results in
ug/filter

RL
ug/m3

Results in
ug/m3Elements

Tel: 206.547.0100,     Fax: 206.634.1936

NVL Laboratories, Inc.

Analysis Report AIHA - IH
#11559

4708 Aurora Ave. N., Seattle, WA 98103

www.nvllabs.com

Total Metals

AIHA  - IH # 101861
 WA - DOE # C1765

3100 Airport Way S. Seattle,WA 98134Project Location:

Rainier Commons, LLCClient:
918 S. Horton Street, Suite 101
Seattle, WA 98134

Mr. Doug LansingAttention:

Address: Matrix: Air Filter

Samples Received: 2
Samples Analyzed: 2

Client Project #: 2012-494

Batch #: 1414566.00

Method: Modified NIOSH 7300

Date Received: 8/19/2014

14111829 81914DLM1 735 2.02.70 2.70

735 2.02.70 2.70
735 2.02.7 2.70

735 2.02.70 2.70

735 2.02.70 2.70

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <

<

<
<

<

<
735 2.70Iron (Fe) <
735 2.70Aluminum(Al) <

2.702.0
2.0 2.70

<
<

<

<
<

<

14111830 81914DLM2 0 2.0

0 2.0
0 2.0

0 2.0

0 2.0

Chromium (Cr)

Copper (Cu)
Nickel (Ni)

Lead (Pb)

Zinc (Zn) <
0Iron (Fe) <
0Aluminum(Al) <

2.0
2.0

<

<
<

<

ClientSampled by:
Shalini PatelAnalyzed by:

Page 1 of 2Bench Run No: 34-0820-01

08/20/2014Date Analyzed: Draft

Note : Method QC results are acceptable unless stated otherwise. Concentration (ug/m3) not reported if sample volume is zero.

ug/ m3 = Micrograms per cubicmeter RL = Reporting Limit
ug/filter = Micrograms per filter          '<'  = Below the reporting Limit

Unless otherwise indicated, the condition of all samples was acceptable at time of receipt.  Results are not blank corrected.




